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a  b  s  t  r  a  c  t
A  radio  frequency  ion  funnel  reaction  chamber  is  applied  for  use  with  a  proton  transfer  reaction  ion trap
mass  spectrometer  (PIT-MS).  The  improvement  in  sensitivity  over  our  dc-only  drift  tube  ranged  from
7.2  x  for  isoprene  to  65  x for benzene.  The  ideal  settings  of  the  ion funnel  are  found  to  be a  dc  voltage
of  60  V,  RF voltage  of  240  V and  a pressure  of  1.80  mbar.  An  experimental  and  theoretical  investigation
of  the  ion  funnel  is presented.  Simulations  using  SIMION  and  experimental  measurements  of  the m/z
dependent  transmission  of  the  ion funnel  are performed,  as well  as simulations  of the  trajectories  of  ions
and their  survival  probability.  These  are  used  to deduce  a greater  understanding  of  the  operation  of  the
ion  funnel  and the sensitivity  improvements.  The  funnel  is  shown  to favor  transmission  of higher m/z,
and  to increase  sensitivity  by  a combined  effect  of  focusing  and  increased  effective  reaction  time.  The
product  ions  of  an  example  set of compounds  are  measured  systematically  and  the  reagent  ion  branching
proﬁles  studied  and  compared  to ion  trap fragmentations.  This  represents  an  important  undertaking  in
the  characterization  studies  of ion  funnel  technology  for use  in  PTR-MS.
© 2017  Elsevier  B.V.  All  rights  reserved.
1. Introduction
Proton transfer reaction mass spectrometry (PTR-MS) is a
technique capable of measuring trace concentrations of volatile
organic compounds (VOCs) in real time [1,2]. The technique has
applications in various scientiﬁc disciplines including atmospheric
chemistry [3–5], food and aroma science [6–8], medical and biolog-
ical applications [9–11] and security [12,13]. From the introduction
of the technique in the 1990s [14] to the present day [15],
improvements have been made to the technique: better compound
identiﬁcation using alternative types of mass spectrometry, Time of
Flight Mass spectrometry [16,17] and Ion Trap Mass Spectrometry
[18], novel sampling methods [19–21], and sensitivity improve-
ments [15,22]. Sensitivity improvements offer obvious advantages
in all of the above mentioned areas; whether it provides potential
new biomarkers in breath analysis or reduces the limit of detec-
tion for threat agents, the potential improvements are clear and
applicable.
∗ Corresponding author at: Radboud University Nijmegen, Institute for Molecules
and Materials (IMM), P.O. Box 9010, 6500 GL Nijmegen, The Netherlands.
E-mail address: p.brown@science.ru.nl (P.A. Brown).
Increasing sensitivity in PTR-MS by using ion funnel technol-
ogy has in recent years been a pursued topic of ingenuity [22–25].
Herein the characterization and sensitivity improvements gained
using an RF ion funnel as proton transfer reaction chamber are
presented. Here we present a funnel that has been developed at
Radboud University, based on a design by Kore Technology Ltd
(Ely, UK), published in collaboration with[22]. The PTR-MS used for
testing the funnel is an in-house constructed Proton Transfer Reac-
tion Ion Trap Mass Spectrometer (PIT-MS) [18]. Before, the reaction
chamber of the PIT-MS was a standard direct current (dc) drift
tube, a commonly used component of PTR-MS technology since its
inception [14].
In the PTR-MS reaction chamber H3O+ ions transfer a proton to a
neutral VOC for later detection by the mass spectrometer unit. The
conventional drift tube consists of a series of stacked electrodes
∼10 cm long, physically isolated from each other but electrically
connected through a series of common resistors. This creates a con-
sistent electric ﬁeld of 40–60 V cm−1 when a voltage of 400–600 V is
applied across the drift tube. Conventionally, the operating param-
eters of a drift tube are summarized as the ratio of the electric ﬁeld
(E) and number density (N); the reduced electric ﬁeld (E/N). For a
PTR-MS drift tube, this value is varied between 80 and 160 Td (1
Td = 10−17 V cm2).
http://dx.doi.org/10.1016/j.ijms.2017.01.001
1387-3806/© 2017 Elsevier B.V. All rights reserved.
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Fig. 1. 3-D design image of ion funnel implementation. The ion funnel is series of
27  plates, mounted on PEEK rods and housed in a vacuum chamber (red). Ion source
and skimmers are also shown. (For interpretation of the references to colour in this
ﬁgure legend, the reader is referred to the web  version of this article.)
Ion funnels themselves have been implemented as common
components in mass spectrometry since their initial introduction in
the 1990s [26–28]. The basic tenet of an ion funnel is to focus ions
in intermediate pumping regions at pressures too high to effec-
tively use multipole ion guides. The pressures mentioned are in
the mbar range; the same pressure range used in the drift tube
of a PTR-MS and, therefore, an obvious potential exists to exploit
the technology for use as a PTR-MS reaction chamber. This pub-
lication comments on the successful exploitation of ion funnel
approach with PTR-MS, showing sensitivity improvements, effec-
tive transmission of the ions, protonated water cluster abundance
and product ion branching ratios. The work provides conﬁrmatory
evidence of the work of Barber et al. [22] and further details of the
mechanism of enhancement via simulations. A software package
(SIMION 8.0.4) for simulation of ion trajectories in the presence of
electric ﬁelds is used to calculate the potential behavior of the ion
funnel. A comparison is made between the SIMION model and the
experimental parameters of the actual funnel.
2. Experimental methods
2.1. Experimental funnel
The mechanical design of the funnel (see Fig. 1) consists of a
92 mm long, grounded housing in which 27 stainless steel plates
(outer diameter 60 mm,  width 0.2 mm)  are set equally spaced
(3.2 mm).  The ﬁrst 13 plates have an inner hole diameter of 40 mm;
the latter half of the funnel plates tapers the inner diameter of the
plates down to 4.6 mm at the ﬁnal plate; a 1.6 mm change in inter-
nal diameter for adjacent plates. Adjacent plates over the whole
funnel are connected by 1 M resistors and each adjacent taper-
ing plate is connected to a capacitor chain of 220 F capacitors to
provide a balanced RF voltage. Vacuum feedthroughs provide elec-
trical connections to the ﬁrst and last plate. Two  further vacuum
feedthroughs provide connections to the even numbered plates
between 14 and 22, and odd numbered plates between 15 and 23,
with two additional feedthroughs for even Plates 24 and 26 and
odd Plates 25 and 27. The ﬁnal four plates of the funnel are operated
with a reduced RF voltage; the reducing factor being approximately
0.6. Typical dc voltages range from 40 to 120 V and the typical RF
voltage range is 180–330 Vpp at 820 kHz. The pressure investigated
inside the funnel is between 1.40–2.20 mbar.
The funnel is characterized mostly using a 1 ppmv calibration
mixture in nitrogen of methanol, acetaldehyde, acetone, isoprene,
benzene, toluene, o-xylene and -pinene (Linde Gas, Dieren, the
Netherlands). The compounds were chosen to represent a range of
Fig. 2. Ion trajectory calculated using SIMION 8.0.4 for m/z 107 with RF = 240 V,
f  = 820 kHz, dc = 60 V and buffer gas pressure 1.80 mbar.
masses and chemical classes. This mixture can be further diluted as
necessary by mixing with clean nitrogen using calibrated mass ﬂow
controllers (Brooks Instrument, Ede, the Netherlands). The charac-
teristics of the ion funnel on sensitivity, transmission of the ions,
protonated water cluster abundance and product ion branching
ratios are investigated. By changing the ion funnel pressure and the
RF and dc voltages of the funnel the sensitivity is investigated. Fur-
thermore, speciﬁc gas mixtures to measure the transmission of the
funnel are made by ﬂowing clean nitrogen above a sample liquid in
question, to extract a headspace ﬂow for introduction to the PIT-MS.
For this liquid samples of acetonitrile, butane-2,3-dione, methyl
benzoate, and methyl 2-hydroxybenzoate were used (purity > 99%,
Sigma-Aldrich, New Jersey, USA). Studies of fragmentation are per-
formed on isolated compounds by creating a vapor headspace in a
ﬂow of nitrogen above the liquid compound and further diluting
this with clean nitrogen. The compounds used for this fragmenta-
tion study were acetic acid, toluene, xylene and alpha-pinene (> 99%
purity, Sigma Aldrich, New Jersey, USA). The concentration was set
such that dimerization was  not a concern.
2.2. Mathematical modeling of the ion funnel
To study the ion funnel a mathematical model was constructed
using SIMION. The ion trajectory modeling software simulates col-
lisions using the hard-sphere, elastic, ion-neutral collision model
available with SIMION 8.0.4 (Scientiﬁc Instrument Services, Inc.,
NJ, USA) [29]. A geometry (GEM) ﬁle is built to deﬁne the electrode
geometry and a subsequent ﬁle is written in the Lua programming
language to control the RF and dc voltages of the funnel, along
with setting ion and buffer gas parameters (shown in Supplemen-
tary Material, Program S 1). As an example, an ion trace is shown
in Fig. 2 using SIMION for our ion funnel design with an RF volt-
age 240 V, f = 820 kHz, dc voltage = 60 V and pressure = 1.80 mbar for
an ion of m/z 107, corresponding to o-xylene. The model allowed
for Coulomb repulsion between ions to be incorporated. All other
parameters of the simulation are explained in the Lua ﬁle in the
supplementary material. The ion trajectories diverge as the ions
are randomly scattered away from their normal trajectories by col-
lisions with the buffer gas.
2.3. Measurements
The transmission of the funnel is measured by introducing a
high concentration of single analyte to the PIT-MS and measuring
the decrease in H3O+ and corresponding increase in the protonated
monomer product ion. By this means a mass dependent transmis-
sion curve relative to m/z 19 can be calculated. This procedure is
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followed, both for the new ion funnel and for the old, conventional
drift tube, using the PIT-MS. For the ion funnel the compounds
used were; acetonitrile (m/z 42), butane-2,3-dione (m/z 87), methyl
benzoate (m/z 137) and methyl salicylate (m/z 153). For the old,
conventional drift tube, methyl salicylate was not used, but ace-
tone (m/z 59) was. In the conventional drift tube, methyl salicylate
was found to result in a fragment ion with greater than 5% prod-
uct ion branching ratio. Within the mathematical approach using
SIMION, the mass dependent transmission curve of the funnel is
calculated simply comparing the modeled transmission of ions at
m/z 42, 87, 137 and 153 and normalizing them on H3O+ ions at m/z
19. These models are made, using a dc voltage of 60 V, RF voltage
of 240 V and a pressure of 1.80 mbar.
The experimental characterization of the sensitivity of the ion
funnel is performed using the 1 ppmv calibration mixture (calmix)
of 8 VOCs in nitrogen (methanol, acetaldehyde, acetone, isoprene,
benzene, toluene, o-xylene and -pinene). The signal intensity is
recorded for each protonated monomer while the various settings
of the ion funnel are altered; pressure (1.40–2.20 mbar), RF voltage
(180–330 V), dc voltage (20–80 V). This testing range was decided
upon after preliminary measurements found that these settings
approximate the best operating conditions.
For comparison, characterization has been performed of a stan-
dard drift tube using a quadrupole PTR-MS; this system has been
previously developed at Radboud University [30] and is closely
comparable in operating principle to the instrument described by
Lindinger et al. [2] on which commercial devices are based [31].
This drift tube (93 mm long) is operated at a pressure of 1.85 mbar
and at a range of electric ﬁelds of 43–65 V cm−1; this produces a
reduced electric ﬁeld range of 106–160 Td. For the ion funnel a con-
stant pressure of 1.80 mbar is selected and the RF and dc voltage
changed between 180 and 330 V and 20–80 V respectively.
To study the behavior of the funnel, molecular fragmentation is
investigated in the ion funnel (in combination with the ion trap)
and compared with the standard drift tube using the quadrupole
PTR-MS. Fragmentation behavior is corrected for the measured
transmission curve, both for the standard drift tube using the
quadrupole PTR-MS and for the PIT-MS; the data are presented as
product ion branching ratios, as outlined by Brown et al. [32].
To calculate sensitivity, the calibration mixture was diluted in
ﬁve steps. The signal intensity of the protonated monomer only
is normalized to the sum of signals for the H3O+ ion and the pro-
tonated water dimer, and to a normalization factor 1 × 106 [33].
These normalized values are then plotted against their correspond-
ing concentration to calculate a calibration curve. The slope of this
curve is found with a least squares ﬁtting procedure and provides
the response of the system against an applied concentration, which
is the sensitivity of the system. The limit of detection is taken as 3
times the standard deviation of the signal (in concentration) when
clean nitrogen is introduced in the system. Although molecular ion
fragmentation is considered and investigated, fragment ions are
not included in calculations of sensitivity.
3. Results
The achieved sensitivity of the ion funnel in combination with
the PIT-MS is shown in Table 1, and compared to the sensitivity
achieved with the standard drift tube and PIT-MS, operated with
conditions at 119 Td. The ion funnel is operated with a dc voltage
of 60 V, RF voltage of 240 V and a pressure of 1.80 mbar. As can be
seen in Table 1, a signiﬁcant sensitivity improvement is observed
using the funnel, most notably for benzene (65x), toluene (43x)
and o-xylene (41x). The observed strong increase in sensitivity for
benzene can be explained from the fact that the ion funnel results in
a higher H3O+ intensity owing to break up if the protonated water
clusters compared to the dc mode at the same drift tube voltage.
Benzene is non-reactive with protonated water clusters [33].
The transmission of the ion funnel was calculated using SIMION
and found to be linear with increasing m/z of the ion (Fig. 3b). The
measured transmission of the funnel with PIT-MS was found to
increase in a non-linear manner, approaching a quadratic increase
(Fig. 3a). Using a conventional drift tube with the PIT-MS the trans-
mission is measured to be a linearly increasing transmission with
increasing mass (Fig. 3c). Shamlouei et al. show a decreasing trans-
mission with increasing mass of the ion due to increasing drift time
for ions of higher m/z  [34]. That the measured transmission of the
drift tube appears atypical indicates that the transmission of the ion
trap is favorable to higher m/z ions. This agrees with a theoretical
understanding of ion traps, where heavier ions can be more efﬁ-
ciently trapped, and thus measured. The measured transmission of
the ion funnel is thought to be due to a superposition of the ion
funnel and ion trap transmissions, as shown in Fig. 3a.
In Fig. 4 the effect of changing the dc electric ﬁeld in the ion
funnel is illustrated; the dc voltage was varied between 15 and
180 V; RF voltage = 200 V, pressure = 1.60 mbar. In Fig. 4a intensity
values are recorded for the primary water ion (m/z 19) next to spe-
ciﬁc masses within the calibration mixture (acetaldehyde m/z 45,
acetone m/z 59, isoprene m/z 69, benzene m/z 79, toluene m/z  93,
o-xylene m/z 107, and -pinene m/z 137) at a concentration of 465
ppbv. A decrease in the observed product ion signal is viewed as
the applied dc ﬁeld is increased from 60 V onwards. For all product
ions the change in intensity over the range 60–180 V is an order
of magnitude decrease. For the H3O+ ion a shallower decrease is
observed over this range. At the lower voltages of the tested dc
ﬁeld, all ions show decreased signal of similar magnitude. Fig. 4c
shows the calculated ion transmission for m/z 107 from the model,
at pressure 1.60 mbar and RF voltage 200 V. Fig. 4b shows from the
model a strong increase in the lifetime for the m/z 19 ion at lower
dc voltages.
The experimental sensitivity of the ion funnel is displayed in
Fig. 5. The H3O+ ions are shown along with acetone and benzene sig-
nals. The other 5 compounds in the calibration mixture are shown
similarly in the Supplementary Material, Fig. S 1. For a constant con-
centration of the input analyte, the intensity of the primary product
ions is displayed as a function of dc and RF voltages, as well as the
pressure, producing a 3-D plot. The color of each point represents
an intensity as shown in the color bar, right of each plot
Table 2 shows the fragmentation data for the compounds alpha-
pinene, acetic acid, o-xylene and toluene in the PTR-MS with
standard drift tube and PIT-MS ion funnel. The m/z and likely chem-
ical formula for each product ion is presented, along with the
percentage product ion branching ratio. Funnel measurements are
all made at 1.80 mbar, with dc voltage of 80 V and drift tube mea-
surements at 1.85 mbar. Branching ratios for the reagent ion signal
(H3O+ and H3O+·H2O) are also presented.
4. Discussion
The ion funnel exhibited here shows signiﬁcant sensitivity
improvement over the previously installed conventional drift tube
(Table 1). This conﬁrms the earlier work of Barber et al. who report
a 1–2 order of magnitude increase in sensitivity across a range of
compounds studied (acetaldehyde 45x, acetone 200x) [22]. This
work has improved the understanding of the observed increase in
sensitivity through trajectory modeling using SIMION. Their group
report a 1–2 order of magnitude increase in sensitivity across a
range of compounds studied (acetaldehyde 45x, acetone 200x). In
the implementation of our ion funnel the reduced electric ﬁeld
(E/N) in the initial half of the reaction chamber (dc only section)
is less than 30 Td, while in the case of Barber et al. the initial half
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Table  1
Sensitivity values for ion funnel and conventional drift tube using PIT-MS. npA ppb−1 ms−1 = normalized picoAmpere/part per billion/millisecond. The limit of detection is
taken  3 times standard deviation of the signal (in concentration) when clean nitrogen is introduced in the system.
Compound (m/z) Ion Funnel npA ppb−1 ms−1 Drift Tube npA ppb−1 ms−1 Sensitivity ratio Ion funnel/Drift tube Limit of detection Ion funnel (ppb)
Acetaldehyde (45) 3040 330 9.2 8.8
Acetone (59) 46000 1150 40 4.0
Isoprene (69) 2520 340 7.3 2.9
Benzene (79) 11840 180 65 0.38
Toluene (93) 42460 1000 43 0.30
o-Xylene (107) 89100 2180 41 0.15
Alpha-pinene (137) 39940 1700 23 0.26
Fig. 3. Panel a: Mass dependent transmission of the PIT-MS in combination with the ion funnel, measured and calculated theoretically by combining the lines of best ﬁt from
Panel  b and c. Panel b:Modeled transmission of the ion funnel using SIMION. Panel c: Measured transmission with the conventional drift tube using the PIT-MS. For these
measurements all transmission is shown with respect to (w.r.t.) m/z 19.
Fig. 4. Panel a): Selection of ions recorded with ion funnel at RF 220 V for 465 ppb calmix and 1.60 mbar, compound list available in Table 1. Panel b): Calculations from model
for  the lifetime of H3O+ ions in the Radboud ion funnel as a function of dc voltage at 1.60 mbar and RF 200 V. Panel c): Calculated percentage transmission from model for
m/z  107 as a function of dc voltage at 1.60 mbar and RF 200 V.
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Table  2
Fragmentation of compounds acetic acid, alpha-pinene, toluene and o-xylene, along with reagent ion cluster formation. Percentage branching ratios are shown in parentheses,
m/z  shown in plain text and product ion chemical formula given alongside.
Product Ions and Branching Ratios (%)
Drift tube Ion funnel dc 80 V
Chemical name 106 Td 160 Td RF 180 V RF 330 V
Reagent ion 19 (36) H3O+
37 (64) H3O+·H2O
19 (97) H3O+
37 (3) H3O+·H2O
19 (80) H3O+
37 (20) H3O+·H2O
19 (95) H3O+
37 (5) H3O+·H2O
Alpha-pinene 137 (54) MH+
95 (1) MH+-C3H6
81 (45) MH+-C4H8
137 (25) MH+
95 (7) MH+-C3H6
81 (68) MH+-C4H8
137 (67) MH+
95 (7) MH+-C3H6
81 (26) MH+-C4H8
137 (61) MH+
95 (14) MH+-C3H6
81 (25) MH+-C4H8
Acetic Acid 61 (82) MH+
43 (17) MH+-H2O
61 (37) MH+
43 (62) MH+-H2O
61 (93) MH+
43 (7) MH+-H2O
61 (81) MH+
43 (19) MH+-H2O
Toluene 93 (100) MH+ 93 (91) MH+
95 (2)
MH+-CH4 + H2O
91 (5) MH+-H2
77 (2) MH+-CH4
93 (76) MH+
95 (11)
MH+-CH4 + H2O
91 (12) MH+-H2
93 (69) MH+
95 (15)
MH+-CH4 + H2O
91 (16) MH+-H2
o-xylene 107 (100) MH+ 107 (100) MH+ 107 (89) MH+
91 (11) MH+-CH4
107 (84) MH+
91 (16) MH+-CH4
is at ∼ 60 Td [22]. In general, typical reduced electric ﬁelds for PTR-
MS drift tubes are in between 90 and 140 Td [32]; at the low end
of this range water cluster formation becomes problematic and
sensitivity to benzene in particular is greatly reduced [33,35]. In
Table 1 a strong sensitivity enhancement for benzene is observed
with the ion funnel, as compared with the other compounds mea-
sured. This shows that a reasonably high purity of H3O+, without
water clusters, must be present in the reaction chamber. The dc
only section of the funnel would have a high amount of water clus-
ters, and subsequently, water cluster reactions. As such, the high
H3O+ monomer purity will be in the RF region, where a signiﬁcant
H3O+ monomer-based proton transfer occurs.
Although not possessing the same reactivity characteristics as
benzene, it is shown that the other VOCs also have a reduced reac-
tivity in an environment with water clusters [35]. Bearing this
information in mind, it is prudent to suggest that the dc-only sec-
tion of the reaction chamber performs no obvious function in its
current low reduced electric ﬁeld implementation, with the pri-
mary proton transfer reaction and focusing both occurring in the
funnel region. In a future design, ion funnel reaction chambers may
be better designed without this feature of the dc-only section. Sig-
niﬁcant improvements in overall ion transmission may  be possible
without the potential ion divergence in the low reduced electric
ﬁeld region (see Fig. 2). Jordan et al. employ their ion funnel to
only focus ions as they approach the exit of the drift tube. The dc
only section of their funnel is at a reduced electric ﬁeld of the same
function as a standard drift tube [24].
It is noted that the improvement in acetone sensitivity is higher
than either of the compounds at similar m/z (isoprene and acetalde-
hyde). The reason for this improvement for acetone sensitivity may
be that acetone is typically more reactive with the hydronium water
cluster than the other compounds, and thus some proton transfer
may  occur in the low ﬁeld dc only region of the ion funnel, and that
the acetone may  be boosted by the long reaction time such a low
dc ﬁeld would afford.
The greatest sensitivity is observed for each product ion (Fig. 5
and Fig. S 1) in the region between 40 and 60 V dc and 180 and 300 V
RF. At lower voltages it is believed that the focusing effect of the
funnel is lost and ions transfer less efﬁciently. At higher voltages it
may  be tempting to suggest that fragmentation causes a reduction
in sensitivity; this however is not seen in the results. For alpha
pinene, at 1.80 mbar across a voltage range between 20 and 80 V dc
and 180–330 V RF, little change in branching ratio is observed, as
shown in Table 2.
The aim of Fig. 3 is to explore the transmission of the ion funnel
by simulation. The simulation (Fig. 3b) shows that the transmis-
sion increases linearly at higher m/z. To explore the validity of
this simulation the transmission of the ion funnel was measured
experimentally, but this measurement necessitates inclusion of the
transmission of the ion trap. To take account of this, the trans-
mission of the conventional drift tube is taken as a guide to the
transmission of the ion trap. The superposition of the transmission
of the ion funnel simulation and the measured ion trap produces
the theoretical curve shown in Fig. 3a. The experimental curve can
be seen to lag the transmission of the theoretical curve. This may be
due to a number of factors. The measurement technique used does
not take into account proton transfer reactions which may  occur
from the hydrated hydronium ion, and although the compounds
chosen were done so to minimize fragmentation, some low per-
centage abundance fragment ions were observed ( < 5% of product
ion branching ratio). The simulation itself assumes the ions orig-
inate at a single point, on the central axis, at the start of the ion
funnel. However, the ions will themselves be produced at any point
along the length of the ion funnel, and at varying distances from the
central axis.
The shape of the measured transmission curve in Fig. 3a is
nonlinear. This shape, as shown by the theoretical curve, can be
explained as the superposition of two transmission curves, from
the ion funnel and ion trap. The result of Fig. 3 also shows that
the simulated transmission of the ion funnel would seem to be a
reasonable guide to its actual transmission. However, a fuller inves-
tigation of the transmission of the ion funnel would be needed to
conﬁrm this.
Fig. 4a shows that, at dc voltages above 60 V, there is a trend to
lower signal intensity for all product ions, this trend appears inde-
pendent of the mass of the product ions. Fig. 4b and 4c show the
contribution to this measured change in intensity from two differ-
ent factors calculated from the model; ion focusing (as calculated
for m/z 107 in Fig. 4c) and residence time for H3O+ ions (Fig. 4b).
A combination of these factors contribute to the change in signal
intensity as a function of dc voltage; better focusing produces intu-
itively higher signal intensity, while a longer residence time of the
(amongst others H3O+) ions allows more time for the proton trans-
fer reaction to take place, improving product ion yield. In Fig. 4a,
the m/z 19 ion (H3O+) shows the focusing effect, while the product
ions express the combined effect of focusing and increased interac-
tion time. The increase in interaction time is due to the oscillatory
trajectory of the ions under inﬂuence of the RF electric ﬁeld, this
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Fig. 5. Series of 3-D plots showing the intensity of ion signals, detected at constant
concentration of the input analyte, for the combined effect of changing ion funnel
pressure, dc voltage and RF voltage for m/z 19 hydronium, m/z 59 acetone and m/z
79 benzene.
causes ions to undertake a longer path length. The loss in sensitivity
at high dc voltages could be due to an effect on the transmittance of
ions through the ﬁnal end of the funnel, with ions perhaps becom-
ing trapped and/or unstable in the funnel and colliding with the
plates.
Similar to alpha-pinene, for acetic acid only a slight change is
observed in fragmentation over the range of tested voltages for the
ion funnel (see Table 2). With the conventional drift tube fragmen-
tation is quite substantial. In accordance with our results, Christian
et al. [36] found a 30% branching ratio for m/z 43 as a product ion of
acetic acid at 2 mbar and 130 Td. Maleknia et al. [37] reported the
Fig. 6. Trapped (3 ms)  and fragmented at 8 V excitation voltage (15 ms) m/z 93 pro-
tonated monomer of toluene (inset), trapped (3 ms)  and held in trap for 15 ms  at 0 V
excitation voltage ion at m/z 77 from inset spectrum (main ﬁgure).
m/z 61 product ion at an abundance of 4% in comparison to the m/z
43 ion at a reduced electric ﬁeld of between 124 and 160 Td.
For toluene in the standard drift tube, fragmentation was  only
observed at the highest reduced electric ﬁeld setting of 160 Td.
This agrees with literature where no fragmentation for toluene is
reported with PTR-MS [35]. However, with the ion funnel signif-
icant branching ratios are recorded with fragment ions at 95 and
91 Da.
In the case of o-xylene, also no fragmentation is reported in
the literature for standard drift tube measurements, similar to our
observations (Table 2), but fragmentation to an m/z 91 fragment
ion was observed in the ion funnel. This fragment ion is well known
in mass spectrometry and indeed is observed as the most intense
signal in the electron impact mass spectra of xylenes. Again these
branching ratios remain reasonably consistent across the range of
voltages tested, but in contrast to acetic acid and alpha-pinene a
greater abundance of fragment ions is observed in the ion funnel
than in the standard drift tube at 160 Td.
Worthy of investigation is the production of an m/z 95 fragment
ion from the reaction of the hydronium ion with toluene (mass
92 Da) as this ion is heavier than the protonated monomer. Fig. 6
(insert) shows the recorded mass spectrum for the trapping and
fragmentation of the protonated monomer of toluene, along with
the mass spectrum from the trapping of the subsequent m/z  77
fragment ion (main ﬁgure). Both spectra are taken with the ion
funnel. That trapping of m/z 77 results in a major ion at m/z 95
suggests that an association reaction occurs in the trap, most prob-
ably with water leftover from the high humidity of the drift tube.
The trapping time is 3 ms,  with a resonant excitation time of 15 ms.
Association reactions for trapped ions are not normally observed;
this indicates that the m/z 77 ion reacts strongly and irreversibly
with the low concentration of water in the trap. It can be suggested
that the m/z 77 ion takes the form of a protonated benzyne ion
after loss of the methyl group from the protonated toluene. The
likelihood of this ion undergoing an irreversible association with
water is easily imaginable in agreement with the likewise reaction
between neutral benzyne and water to form phenol.
It is reasonable to assume the reaction in the ion funnel follows
a similar route, whereby m/z 77 is ﬁrst created by loss of the methyl
group from the protonated toluene monomer and a later hydration
reaction produces m/z 95 (see also Table 2). Although no ion at
P.A. Brown et al. / International Journal of Mass Spectrometry 414 (2017) 31–38 37
m/z 77 is detected from the ion funnel, it is conceivable that the
abundance of water and the pace of the hydration reaction are such
that the ion is so quickly converted to m/z 95, that the ion at m/z 77
is not long-lived enough for detection.
Comparing the level of fragmentation between the standard
drift tube and the ion funnel for toluene and acetic acid it can be
seen that for acetic acid a greater degree of total fragmentation
is observed with the drift tube, but for toluene a greater degree
of fragmentation is observed in the ion funnel. Gonzalez-Mendez
et al. also ﬁnd differences in fragmentation between the ion funnel
and drift tube, differences which they go onto utilise for selectivity
improvements [25]. The ion funnel generates many more collisions
as compared to the drift tube, and the initial half of the reaction
chamber is held at a very low reduced electric ﬁeld in comparison
to the standard drift tube. The low reduced electric ﬁeld and high
number of collisions in the RF section of the funnel may  act to sup-
press proton transfer reaction induced dissociation and promote
collision induced dissociation.
Acetic acid and alpha-pinene are both compounds which more
readily undergo reaction with protonated water clusters to cre-
ate protonated monomer product ions as compared to toluene
or o-xylene [35]. In the case of alpha-pinene, a reaction with the
protonated water cluster will probably proceed via direct proton
transfer; alpha-pinene having a proton afﬁnity of 878 ± 8 kJ mol−1
[38] easily above either theoretical; 833 kJ mol−1 [39] or experi-
mental; 808 ± 6 kJ mol−1 [40] values for the water dimer. Acetic
acid will react with the protonated water dimer via an intermediate
cluster complex, often termed a ligand switch reaction in PTR-MS
[41]. In the low reduced electric ﬁeld region in the initial section of
our ion funnel water clusters will dominate; in the funnel section
itself clusters will be broken up by the RF electric ﬁeld. Protonation
reactions occurring in the low reduced electric ﬁeld region will be
of signiﬁcantly lower kinetic energy than reactions in the ion fun-
nel. Alpha-pinene and acetic acid will be more favorable to react
in the low energy region of the reaction chamber and toluene and
o-xylene in the high energy region. This could create more proton
transfer induced dissociation in the o-xylene and toluene than in
the acetic acid and alpha-pinene.
In the ion funnel an increase in product ion fragmentation is
observed for increased RF voltages, although the increases are not
as signiﬁcant as the changes in branching ratios observed across
operating voltages of the standard drift tube. Fragmentation in the
ion funnel will occur at regions of high ﬁeld, closest to the electric
ﬁeld plates. At higher RF ﬁelds the focusing is more pronounced, so
the ions do not get as close to the plates. The increase in RF voltage
affects the fragmentation, but perhaps not to the extent expected
because the ion’s trajectory is focused away from the high ﬁeld
region closest to the plates. This does not apply towards the exit of
the ion funnel however, where ions are forced closer to the plates
by the narrowing diameter of the plates. A reduction in the RF ﬁeld
is applied to the endmost plates to minimize this. Further to this,
at increased dc voltages the ions trajectory can be altered to push
it closer to the plates and into higher ﬁeld regions, in this way the
dc ﬁeld controls the RF ﬁeld experienced by an ion for a given RF
voltage. The path taken by ions in the ion funnel shows a great deal
of variation from the central axial path of the funnel, as shown in
Fig. 2. At the extremity of the cone of ion traces, ions are at higher
energy regions of the funnel than those ions taking a more central
axial path. Given the high variation in the radial position of ions
it is possible that product ions are subjected to various strengths
of electric ﬁelds, for various durations of time. The large spread in
spatial distribution of the ions and corresponding large spread in
energy could be the cause of higher energy fragmentation pathways
being accessible in toluene, while overall fragmentation is reduced
for acetic acid.
The reagent ions will also be subject to this large spatial spread
and corresponding energy spread. At higher energy the proﬁle of
the reagent ions will be directed more to favoring abundance of
the monomer. In these higher energy regions closest to the plates
the greatest chance of protonation will occur for molecules that
have the highest dependence on the abundance of the reagent ion
monomer (benzene, toluene).
Recent advances have been made in PTR-MS reaction cham-
ber technology. Implementation of ions funnels have been shown
by Barber et al. [22], Ferreira de Brito [23] and by commer-
cial manufacturers of PTR-MS; Ionicon [24] and Kore Technology.
Developments in reaction tube design also extend to non-funnel
electrode arrangements with applied RF ﬁelds. Breitenlechner et al.
[42] recently unveiled a novel reaction chamber design employing
a three phase RF voltage to break up water clusters and a ﬂow tube
mechanism to convey ions to the end of the drift tube, thus effec-
tively decoupling the ion’s axial velocity from its kinetic energy
and allowing for much longer interaction times at axially consistent
reduced electric ﬁelds.
When using ion funnel technology as a reaction chamber, the
change from a standard drift tube with reduced electric ﬁelds (E/N)
to an ion funnel set-up gives a wealth of new information, inter-
pretation and possibilities for manipulation of molecular reactions,
as shown by the fragmentation data in Table 2 and in the work by
Gonzalez-Mendez et al. [25]. The electric ﬁeld of the ion is depen-
dent on the ion’s position and this moves the fragmentation away
from a standard drift ﬁeld approximation. The focusing effect of the
ion funnel remains in evidence, and implementation of this device
in a standard PTR-MS instrumentation is of valued importance. In
the quest for improving sensitivity by increasing path length and
interaction time the ion funnel provides obvious improvements as
evidenced in the sensitivity results and SIMION calculations.
5. Conclusion
Using an ion funnel reaction chamber in PTR-MS has shown
signiﬁcant and compound speciﬁc improvements in sensitivity.
The mechanism behind these improvements is investigated in this
paper with a combination of SIMION simulations and experiments
and is found to rely on an increase in reaction path length and thus
reaction time, and additional focusing over the standard dc only
drift tube. By clarifying the mechanism behind the improvements
it is possible that future redesigns can work more efﬁciently to max-
imize product ion yield. Characterization of the funnel is shown for
a range of compounds, illustrating peak sensitivity and product ion
branching ratios, these are both important factors to consider when
utilizing an ion funnel reaction chamber in a real world scenario.
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